Left Ventricular Outflow Tract Obstruction After Transcatheter Mitral Valve-in-Ring Implantation: A Word of Caution.
Left ventricular outflow tract obstruction is a well-known, albeit rare, adverse event that can occur after mitral valve replacement. With the current increase in transcatheter valve interventions, new and unique adverse events may be expected to occur. We present a case of severe left ventricular outflow tract obstruction that developed after transcatheter mitral valve implantation.